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THIS REPORT SHALL NOT BE REPRODUCED EXCEPT IN FULL, WITHOUT THE WRITTEN APPROVAL OF SYPRIS TEST & MEASUREMENT. 
All the equipment used in the performance of the testing referenced in this report, meets or exceeds the tolerances specified within the stated methods. 

 

 Leaders in Testing Technology since 1956 
CONSISTENT EXCELLENT SERVICE GUARANTEED 

53 SECOND AVENUE, BURLINGTON MA.  01803 

Extech Instruments Date : 6/23/2006 
335 Bear Hill Road  PO No : 715953 
Waltham, MA. 02154 Job No : T-42105-11 
 Quantity : 1 
 Part No : S4500 
 Item ID : Portable Printer 
    
 
Sypris Test & Measurement certifies that the above referenced items have been subjected to 
the specified environmental test set forth in the above referenced purchase order. 
 
  QUANTITY QUANTITY 
TEST CONDITIONS ACCEPTED REJECTED
    
    
    
    
Temperature  -15°C for 8 hours operated every ½ hour *1 0 
Operational    
    
Temperature  -20°C for 8 hours operated every ½ hour *1 0 
Operational    
    
 
*Testing completed on 6/11/2006. Unit remained functional during and following all tests.  
Final evaluation to be determined by Extech Instruments. Unit was run with power adapter 
plugged in for testing. 
 
 

Prepared by: 
 Michael Scalzi 

Approved by: 
 Steven Soutiere 

PHONE: 781-272-9050 FAX: 781-272-8184 
www.sypris.com 
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